
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
<Reference: 97223381-FA>         27 June 2024 
 
 
 

Urgent Field Safety Notice - Urgent Medical Device Recall 
CapioTM SLIM Suture Capturing Device 

 
 
 
Dear «Users_Name», 
 
 
Boston Scientific is initiating a removal of certain lots of Capio SLIM Suture Capturing Devices (Capio SLIM) 
due to an increase in reports of the device not catching the suture needle/dart as expected during use. 
Boston Scientific has determined through investigation that certain tooling used to manufacture Capio SLIM 
devices may have inadvertently affected component dimensions in specific lots, impacting the functionality 
of the device. Boston Scientific has addressed and corrected this finding in manufacturing. 
 
The most common health consequence that may be observed if an impacted device is used is prolonged 
procedure while the device is exchanged. The most serious adverse health consequence that may occur is 
hemorrhage. In cases of hemorrhage, repeated attempts to load and fire the suture may result in bleeding 
that requires additional medical intervention. 
 
Our records indicate that your facility received some of the concerned product. The table below 
(Attachment 1) provides a complete list of all affected products, including Product Description, 
Material Number (UPN), GTIN, Lot/Batch numbers and expiration date. Please note that only the 
devices listed below are affected. No other Boston Scientific product is involved in this Field Safety 
Notice. 
Further distribution or use of any remaining product affected by this action should cease 
immediately. For Capio SLIM devices that were successfully used in a procedure, no action is 
needed. 
 
PLEASE NOTE: We are aware that hospitals often remove products from the outer carton and store on the 
shelves in the inner-pouch only. If this is a practice at your facility, it is very important that you carefully 
use the product table and consider both the inner and outer packaging UPN codes when searching 
for affected product, as the UPN numbers on the inner and outer labelling may be different. The 
product information listed on your specific Verification Form (enclosed with this letter) provides 
outer package product coding only and should be utilized when reporting product to return.  
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«Hospital_Name»  
«Users_Name» 
«Department» 
«Customer_Address» 
«Zip_Code» «City»  
«Country_name» 



 
 
Verify by product batch/lot number in the product table to determine if the batch within your inventory is 
affected. If so, indicate on your Verification Form the quantity of units from each batch that you will be 
returning. As the product within these batches are sold as Single packs and 5-packs, it is important 
that all reported quantities represent the actual number of single unit being returned and not the 
number of cartons/boxes or multi-packs. 
 
 
INSTRUCTIONS: 

1- Please immediately discontinue use of the Boston Scientific product reported in the list 
and remove all of the affected units from your inventory, regardless of where these units are stored in 
your facility. Segregate the units in a secure place, pending return to Boston Scientific. 

2- Please complete the attached Verification Form even if you do not have any product to return. 
3- When completed, please return the Verification Form to your local Boston Scientific office 

for the attention of «Customer_Service_Fax_Number», on or before 19 July 2024. 
4- If you have products to return, please package them in an appropriate shipping box. After 

receipt of the Verification Form, Boston Scientific will contact you to arrange return. 
5- Please pass this notice to any healthcare professional from your organization that needs to be 

aware and to any organization where the potentially affected devices have been transferred (if appropriate). 
Please provide Boston Scientific with details of any affected devices that have been transferred to other 
organizations (if appropriate). 
 
Your Competent Authority is being notified of this Field Safety Notice. 
 
We regret any inconvenience that this action may cause, and we appreciate your understanding as we act 
to ensure patient safety and customer satisfaction. 
 
If you have any questions or would like assistance with this Field Safety Notice, please contact your local 
Sales Representative. 

     Attachment: Verification Form 
Quality Department  
Boston Scientific International S.A.  
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Attachment 1 : Affected Product Listing 
 
 

Product 
Description 

Outer Package 
UPN # 

----------- 
GTIN # 

Inner Package 
UPN #  

------------ 
GTIN # 

Lot Number Expiration 
Date Range 

CAPIO SLIM 
BOX 5 

UPN: 
M0068318261 

---------------------- 
GTIN: 

08714729842224 

UPN: 
M0068318260 

---------------------- 
GTIN:  

08714729842804 

30110296, 30110298, 30254839, 30269668, 30277679, 
30340398, 30348745, 30361515, 30369786, 30477997, 
30485719, 30502470, 30509859, 30566414, 30571306, 
30579075, 30594738, 30597768, 30601523, 30601525, 
30608273, 30621482, 30622202, 30628533, 30642670, 
30671135, 30825890, 30834186, 30849605, 30853891, 
30862718, 30870581, 30877151, 30880729, 31248068, 
31305827, 31316815, 31324676, 31400076, 31442842, 
31459986, 31475463, 31479225, 31488049, 31494812, 
31502318, 31509747, 31514250, 31583783, 31592632, 
31600746, 31609045, 31621292, 31764817, 31779852, 
31791062, 31809880, 31821132, 31866608, 31876830, 
31876835, 31876837, 32040502, 32057254, 32146583, 
32163271, 32230325, 32238124, 32351364, 32361264, 
32370219, 32385442, 32400087, 32409539, 32418519, 
32420869, 32447685, 32456405,32465857, 32478780, 
32499939, 32515625, 32518619, 32526697, 32829992, 
32915635, 32979863, 32998255, 33008248, 33017302, 
33065907, 33069479, 33216295, 33236632, 33259078, 
33283648, 33311001, 33319579, 33375040, 33383769, 
33394221, 33404930, 33422407, 33424886, 33454127, 
33479450, 33530347, 33556283, 33564420, 33618759, 
33670919, 33676308, 33815834 

12-Sept-2025 
through  

12-April-2027 

 
 

Product 
Description UPN # GTIN Lot Number Expiration 

Date Range 

CAPIO SLIM 
BOX 1 M0068318250 08714729838005 

29729168, 29729169, 29972338, 30110291, 30110294, 
30254836, 30254837, 30331858, 30338212, 30362314, 
30367934, 30434163, 30437947, 30551935, 30598976, 
30842709, 30860944, 30993213, 30997334, 31005909, 
31257604, 31292169, 31352417, 31367044, 31535491, 
31544821, 31554784, 31574100, 31574101, 31624545, 
31638194, 31648501, 31727288, 31755722, 31856165, 
31856166, 31876917, 31876918, 31876919, 31942747, 
31942748, 31984730, 32016719, 32085084, 32259390,  
32267863, 32664886, 32699058, 32725350, 32812025, 
32842293, 32860360, 32880070, 32988931, 33130079, 
33140587, 33530549, 33550168, 33612444, 33753765, 
33817740 

7-July-2025 
through 

12-April-2027 
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Please Complete the form even if you do not have any affected product & send it to your Local Office: 
«Customer_Service_Fax_Number» 

---------------------------------------------------------------------------------------------------------------------------------------------------------------------------- 
Verification Form – Urgent Medical Device Recall 

CapioTM SLIM Suture Capturing Device 
97223381-FA 

---------------------------------------------------------------------------------------------------------------------------------------------------------------------------- 
 

1.  We acknowledge receipt of the Boston Scientific Field Safety Notice dated 27 June 2024. 
 
2.  Boston Scientific records indicate you have received the following affected product (additionally please 
check inventory against complete list of affected product provided)  

/!\  REPORT QUANTITY IN SINGLE UNITS AND NOT IN CARTON/BOX/MULTIPACK (IF APPLICABLE) 
Material N° (UPN) Lot / Batch N°  Customer PO Qty Sent (Box) Qty to return (Units) 
     

 
3.  We confirm that all areas where affected product could be located have been checked. 
 
4.  TICK ONE OF THESE STATEMENTS*, SIGN THIS FORM and send it to «Customer_Service_Fax_Number» 
 We do not have any affected product. 

 

 We have found affected product(s): Please confirm the quantity to return above. If you are returning product 
not listed above, please add the UPN, Lot/Batch/Serial number and the quantity to return. 

 
TO RETURN PRODUCTS: 
1.  After receipt of the Verification Form, Boston Scientific will contact you to arrange return. 
2.  Prepare the package. 
3.  Follow the instructions given by your Local Office about collection of the package. 
 
 
NAME* __________________________________________________Title _________________________________ 
 

 
Telephone __________________________________________ Email _______________________________________ 
 
 
Customer’ SIGNATURE*_________________________________________________ DATE*_____________________ 
* Required field                 dd/mm/yyyy 

  

 
«Sold_to» - «Hospital_Name» - «City» - «Country_Name» 

Page «Page» 




